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WARRANTY 


COVERAGE 


Fluke warrants the 9000A-006 Asynchronous Signature Probe to be free from defects in material and 
workmanship under normal use and service for a period of one (1) year from the date of shipment. This 
warranty extends only to the original purchaser and does not apply to any product that has been misused, 
altered, or has been subjected to abnormal conditions of operation. 


Fluke’s obligations under this warranty is limited to repair or replacement of a product that is returned to an 
authorized Service Center within the warranty period, provided that we determine that the product is 
defective. If we determine that the failure has been caused by misuse, alteration, or abnormal conditions of 
operation, or if the warranty period has expired, we will repair the Probe and bill you for the reasonable repair 
cost. 


SERVICE 


If a failure occurs, send the product, postage prepaid, to the closest Service Center with a description of the 
difficulty. Repairs will be made or the product replaced, and it will be returned, transportation prepaid. Fluke 
assumes NO risk for damage in transit. 


DISCLAIMER 


THE FOREGOING WARRANTY IS EXCLUSIVE AND IN LIEU OF ALL OTHER WARRANTIES, EXPRESS 
OR IMPLIED, INCLUDING BUT NOT LIMITED TO ANY IMPLIED WARRANTY OF MERCHANTABILITY, 
FITNESS, OR ADEQUACY FOR ANY PARTICULAR PURPOSE OR USE. FLUKE SHALL NOT BE LIABLE 
FOR AND SPECIAL, INCIDENTAL, OR CONSEQUENTIAL DAMAGES, WHETHER IN CONTRACT, TORT, 
OR OTHERWISE. 


GETTING ANSWERS AND ADVICE 


To enhance your use of this Product, Fluke will be happy to answer your questions about applications and 
use. Address all correspondence to: JOHN FLUKE MFG CoO., INC., PO. BOX C9090, EVERETT, 
WASHINGTON 98206, ATTN: Sales Department. European customers should contact FLUKE (Holland) B.V., 
P.O. BOX 5053, 5004 EB, TILBURG, THE NETHERLANDS. 
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Section 1 
Introduction 


PURPOSE OF THE EQUIPMENT 1-1. 


Signature troubleshooting supplements the basic functions of the Troubleshooter. This 
method of troubleshooting is used in situations where the test functions of the 
Troubleshooter alone do not provide adequate results. This situation usually exists when a 
fault occurs in a circuit area that operates asynchronously with respect to the processor. In 
this case, the troubleshooter cannot detect the fault since it is able to examine only 
processor-synchronous events. 


Although the Troubleshooter may not have “visibility” or access into some areas of the 
UUT, it is usually able to stimulate all functional areas in a consistent and repetitive 
manner, This type of stimulus is required to take meaningful signatures. The ability of the 
Troubleshooter to stimulate the UUT makes it an effective tool for signature-type fault 
isolation methods. 


The Asynchronous Signature Option 9000A-006 provides additional Troubleshooting 
capability for the 9000A series Troubleshooters by using signature-type fault-isolation, 
events counting, and test-node waveform capture. Control signals from the UUT establish 
the signature and allow asynchronous operation with respect to the microprocessor bus 
cycle, i.e., the Pod. 


The Asynchronous Signature Option takes signatures at UUT test nodes operating at clock 
speeds up to 20 MHz. For counting events, the number of data transitions appearing at the 
probe are accumulated up to a total of 16,777,215. 


A waveform display feature permits the Troubleshooter to display a representation of the 
data appearing at the data probe. The waveform feature is useful for determining the time 
interval between two signal transitions. The waveform displayed shows the last 640 
nanoseconds of data received by the probe before the signature-gathering operation is 
terminated. The display shows logic high, logic low, and tri-state levels. 


During troubleshooting operations, the Troubleshooter display notifies the operator of all 
test conditions and values. The basic functions of the Troubleshooter, in conjunction with 
a suitable Interface Pod, provide the necessary stimulus for the UUT during signature 
troubleshooting operations. 


All of these features may be accessed while operating the Troubleshooter in the immediate 


mode by using the keyboard and display. All features may also be accessed by the use of 
test programs that pass control and test results through registers. 


1-1 
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EQUIPMENT DESCRIPTION 1-2. 


General 1-3. 


As shown in Figure 1-1, the Asynchronous Signature option consists of the Asynchronous 
Signature Module mounted within the Troubleshooter case, a separate Clock Module that 
connects to the Troubleshooter, and operating programs contained on a magnetic tape 
cassette. (For the Model 9020A, programs are executed from within the host computer.) 


TROUBLESHOOTER 

ASYNCHRONOUS 
SIGNATURE 
MODULE 


ioe” 


TAPE 
CASSETTE 


CLOCK MODULE 


MANUAL 


FIGURE 1-1. Elements of the Asynchronous Signature Option 
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The Clock Module 1-4. 


The Clock Module provides interface and protection between the Troubleshooter and the 
UUT. Interface is required to effectively connect the sources of the clock, start, stop, and 
enable signals located on the UUT to the input of the Troubleshooter. A fuse in the ground 
line provides the necessary protection. An input to the Troubleshooter from the Clock 
Module provides an indication of the fuse condition. 


The Clock Module connects to the Troubleshooter with a 15-pin connector located below 
the front panel of the Troubleshooter. Connection to the UUT is made by up to five clip 
leads that protrude from the Clock module. A clip lead is provided for each of the control 
signal inputs (start, stop, clock, and enable), and one is provided for the ground connection 
to the UUT. 


The Asynchronous Signature Module 1-5. 


The Asynchronous Signature Module is a printed circuit board located within the 
Troubleshooter. It accepts the start, stop, clock, and enable signals from the Clock Module, 
and the data stream from the Troubleshooter data probe. The Asynchronous Signature 
Module uses these inputs to generate the corresponding signature, event count, and 
waveform data. The module sends the calculated signature and event count over the pod 
bus to the Troubleshooter for display on the front panel. 


In addition to the signature and events count functions, a set of registers within the module 
stores the latest 640 nanoseconds of the data stream gathered by the data probe. The 
module sends this data to the Troubleshooter for display on the front panel as a waveform. 


The Cassette Tape 1-6. 


The Asynchronous Signature Option in the models 9005A and 9010A is operated by a 
series of programs contained on a magnetic tape cassette. Once the programs are loaded 
into the Troubleshooter RAM, operation of the Troubleshooter in the signature mode is 
afforded by several front panel keys. Appropriate displays provide the necessary 
interaction between the Troubleshooter and the operator during signature operations. 
Operation of the 9020A is a function of the host computer or instrument controller. 


ORGANIZATION OF THIS MANUAL 1-7. 
This manual documents the Asynchronous Signature Option. The manual provides 
information for service personnel (Maintenance). Operational and programming 
procedures for the basic 9000A Series Troubleshooter are documented in the appropriate 
manual(s). 


Note 


Information for operating and programming the Asynchronous Signature 
Probe is available in a separate manual. Order John Fluke Part Number 
773259. 


SPECIFICATIONS 1-8. 


Table 1-1 lists the specifications for the Asynchronous Signature Probe Option. 
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TABLE 1-1. Asynchronous Signature Probe Option Specifications 


SYNCHRONIZATION AND CONTROL 


Start Event: 


Stop Event: 


Clock Event: 


Enable Event: 


ELECTRICAL 


A selectable positive or negative edge on the Start line, or the Sync signal from 
the Interface Pod (when used). 


A selectable positive or negative edge on the Stop line, or the Sync signal from 
the Interface Pod (when used). 


A selectable positive or negative edge, or a combination of both, on the Clock 
line; or the Sync signal from the Interface Pod (when used). 


A selectable positive or negative level on the Enable line. 


Start, Stop, Clock, and Enable lines (through Clock Module): 


Impedance: 
Threshold: 


Overvoltage: 


Data Channel: 
TIMING 


Maximum Frequency: 


10 pF/44 kilohms nominal 
1.4 volts 


+15 volts maximum 
Clock Module ground lead is fuse-protected 


Uses standard data probe supplied with 9000A mainframe 


Start, Stop, Clock, and Enable Signals: 20 MHz (50% duty cycle) 


Data Signals: 


10 MHz (50% duty cycle) 


Clock (if stop counter or both-edge modes are used): 10 MHz (50% duty cycle) 


Timing Requirements: 
Data setup: 20 ns 
Data hold: 20 ns 
Start/Stop setup: 25 ns 
Enable setup: 20 ns 
Enable hold: 5 ns 
FUNCTIONS 


Nodal Signatures: 


(Data to be valid at least 20 ns before selected clock edge.) 

(Data to be valid at least 20 ns after selected clock edge.) 

(Start or Stop to be valid at least 25 ns before selected clock edge.) 
(Enable to be valid at least 20 ns before selected clock edge.) 


(Enable to be valid at least 5 ns after selected clock edge.) 


4-digit algorithm 
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TABLE 1-1. Asynchronous Signature Probe Option Specifications (cont) 


Transition Counting: 24 bits (0 to 16,777,216 counts) 


Waveform Capture: 32 consecutive data samples at 20-nanosecond intervals. High, low, and 
invalid levels. The 32 samples terminate with the stop event. 


SYSTEM COMPATIBILITY 
Can be installed in the Fluke 9005A, 9010A, and 9020A mainframes. Cannot be used with 1802 interface pods. 
PROGRAM CONTROL 
All functions of the Asynchronous Signature Probe Option can be commanded from within a 9010A or 9005A 
user program. All data measured by this option may be tested in the program. A test program controlling the 
9020A may command all option functions and retrieve measured data. 
ENVIRONMENTAL 


Storage: -40 to +80 degrees C, RH <75% non-condensing 


Operating: 0 to +50 degrees C, RH <75% non-condensing 
0 to +40 degrees C, RH <95% non-condensing 
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Section 2 
Theory of Operation 


INTRODUCTION 2-1. 


This section contains two block diagram descriptions of the Asynchronous Signature 
Module housed within the case of the 9000A Series Troubleshooter. The first block 
diagram description is general; it describes the operating concept of the Signature Module 
and its relationship to the Troubleshooter and UUT. The second block diagram description 
covers the module in greater detail. 


GENERAL OPERATION 2-2. 


The main function of the Signature Module is to receive streams of digital data from the 
UUT and generate a test result that the Troubleshooter can display as a four- character 
hexadecimal value (signature). During operation in the signature mode, the 
Troubleshooter uses the data probe to read the data appearing at the test nodes of the UUT, 
and it uses the Clock Module to obtain the START, STOP, CLOCK, and ENABLE control 
signals. 


The START, STOP, and ENABLE signals (plus the pod SYNC signal if selected) establish 
a gate time, and generate CLOCK pulses during the gate time. The START, STOP, and 
ENABLE signals synchronize the measurement period to the data being read from the 
UUT by the data probe. The selected START signal specifies the beginning of the 
signature measurement interval (gate time), which should coincide with the beginning of 
the test pattern being stimulated within the UUT. 


During the measurement interval, the data probe feeds test data through to the data input 
of the Signature Module, which accepts the data into three separate sections: 


1. CRC (signature) section 

2. Events section 

3. Waveform section 

When the selected STOP edge occurs, the gate time concludes, leaving registers in the 
CRC section loaded with the signature of the clocked-in test data, registers in the events 
section loaded with the number of selected transitions, and the waveform section registers 
loaded with a binary representation of the last 640 nanoseconds of probe data. The 


contents of these three sections are available over the pod bus for display by the 
Troubleshooter. 


2-1 
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2-2 


Figure 2-1 shows that the Signature Module is connected across the pod bus. Connection 
to the bus allows the transmission of op codes and data to the module. Connection to the 
bus also allows the transmission of signature, events count, waveform data, and module 
status back to the Troubleshooter. The module also uses the handshaking signals 
(MAINSTAT and PODSTAT) between the Troubleshooter and the Interface Pod. 


The Signature Module begins operation when it is selected by the Troubleshooter. To 
select the Signature Module, the Troubleshooter provides the MAINSTAT signal and 
sends the module turn-on op code over the pod bus. The control section of the module 
recognizes the turn-on op code and effectively disconnects the Interface Pod from the pod 
bus. The Interface Pod remains disconnected from the pod bus until the Troubleshooter 
releases the Signature Module by means of the turn-off op code. 


With the Signature Module selected, the control section receives the op codes from the 
Troubleshooter and produces the signals necessary to control the various sections of the 
module shown in Figure 2-1. For example, op codes supplied by the Trouble- shooter 
perform the following operations: 


e Place the status of the Signature Module on the pod bus. 


e Send control signals to set up the gate section in accordance with the setup selections 
previously made on the Troubleshooter. 


e Clear the gate section, the CRC section, the events section, and the waveform section, 
then arm the gate section in preparation for the START and STOP signals required to 
clock in the data from the data probe. 


e Place the status of the module on the pod bus during the gate time and when the STOP 
signal is received. 


e Disarm the gate section to prevent further gate action from subsequent START signals. 
¢ Reset (clear) the gate section. 
e Send four step commands to shift the signature data (nibble-by-nibble) on the pod bus. 


e Send six step commands to shift the event count data (nibble-by-nibble) on the pod 
bus. 


e Send sixteen step commands to shift the waveform data (nibble-by-nibble) on the pod 
bus. 


These Signature Module operations take place when operating the Troubleshooter in the 
signature gathering mode and when the READ PROBE key is pressed. The control section 
uses each op code listed in Table 2-1 to perform a specific operation. The overall result of 
the operations is to take a signature (plus events count and waveform data) and place it on 
the pod bus where it can be read by the Troubleshooter. 


Figure 2-1 shows the relationship of the control section to the other sections of the module 
(which it controls in response to op codes from the Troubleshooter). Figure 2-1 also shows 
the control signals from the UUT/ and Clock Module and the path of the test data from the 
data probe. 
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FIGURE 2-1. Signature Module, General Block Diagram 


The START, STOP, CLOCK, and ENABLE signals from the UUT are conditioned by the 
Clock Module and applied to the gate section of the module. The gate section also accepts 
the pod SYNC signal (produced by the Interface Pod) as a control signal. The main 
function of the gate section is to provide gated CLOCK signals to the CRC and events 
registers. The source of the CLOCK signals may be the clock lead of the Clock Module, or 
the pod SYNC signal, depending upon the selection made during the setup of the 
Troubleshooter for signature operation. The control section causes the gate section to 
select the correct source of the CLOCK signal in response to op codes sent by the 
Troubleshooter. 
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TABLE 2-1. Signature Module Op Codes 


OP 
CODE FUNCTION 
00 Turn on the Signature Module to the pod bus (precede with delay) 
10 ENABLE signal to be from Clock Module 
11 ENABLE signal to be held in the high (enabled) state 
12 CLOCK signal to be from UUT via Clock Module 
13 CLOCK lead CLOCK signal to be SYNC signal from Interface Pod 
14 START signal to be from UUT via Clock Module 
15 START lead START signal to be SYNC signal from Interface Pod 
16 STOP signal to be from UUT via Clock Module STOP lead 
17 STOP signal to be SYNC signal from Interface Pod 
18 ENABLE signal level to be valid high 
19 ENABLE signal level to be valid low 
1A CLOCK signal, select rising edge (overridden by op code 30) 
1B CLOCK signal, select falling edge (overridden by op code 30) 
1C START signal, select rising edge 
1D START signal, select falling edge 
1E STOP signal, select rising edge 
1F STOP signal, select falling edge 
28 Disarm (causes the module to ignore START signals) 
29 Arm (cause the module to act on START signals) 
2A Disable the stop-on-count function (stops on no. of gated CLOCK) 
2B Enable the stop-on-count function 
2C Event count from start to stop 
2D Event count continuously 
2F Initialize event counter 
30 CLOCK signal, select both edges 
40 CLOCK signal, permit the selection of op codes 1A and 1B 
5x Load stop-on-count value, where x is the least-significant nibble 
6x Load stop-on-count value, where x is the intermediate nibble 
7X Load stop-on-count value, where x is the most-significant nibble 
80 Notify the module that the next operation will be a read 
90 Shift all registers (next data nibble to the output buffer) 
BO Clear the signature register (prepare for next gate time) 
CoO Clear the events counter 
DO Clear the waveform register 
EO Clear the gate section (prepare for next gate time) 
FO Turn off the Signature Module from the pod bus 


The gate time (during which the gate section produces the gated CLOCK signals) begins 
with the selected START signal and ends with the selected STOP signal. The source of the 
START signal may be the corresponding lead of the Clock Module (i.e., the UUT) or the 
pod SYNC signal. The source of the STOP signal may the corresponding lead of the Clock 
Module or the SYNC signal from the interface pod. Selection of the START and STOP 
signals is a function of control lines from the control section, which in turn are a result of 
op codes sent by the Troubleshooter. 


The CRC section generates the 16-bit signature by using the gated CLOCK pulses to 
receive the UUT data fed to the module by the data probe. In the absence of the gated 
CLOCK signals, the CRC section ignores data from the data probe. The four-bit parallel 
output of the CRC section is available to the pod bus (via a transmit buffer) but is not 
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placed on the bus until commanded to do so by the Troubleshooter. Since only four bits of 
signature data are placed on the pod bus at a time, four read operations are required by the 
Troubleshooter to shift all four characters of signature data through the CRC section and 
onto the bus. 


The events section generates a 24-bit (six hex-digit) count of events (transitions) that take 
place in the test data input. Events counting is selected to take place only during the gate- 
time, or continuously (free-running mode). Control lines from the control section select 
the signal source to be counted and determine whether to count on a continuous basis or 
only during the time of the gated signals. The output of the events section is applied in 
four-bit parallel form to a parallel load input of the CRC section. As the Troubleshooter 
reads the signature from the CRC section, the event section is pulsed to shift its contents 
into the CRC section behind the CRC data being shifted onto the pod bus. To read the 
entire contents of the event section over the pod bus, the Troubleshooter performs six 
more read operations subsequent to the four used to transfer the signature data. 


The waveform register receives the serial data fed from the UUT and loads it serially into 
a 32-bit shift register. The operation of the shift register is such that it always contains a 
binary representation of the last 640 nanoseconds of test data fed from the probe. This test 
data can be displayed on the Troubleshooter as a waveform. 


The output of the shift register is 4 bits (one nibble) wide, and is available to the 
Troubleshooter via the events section, the CRC section, and the pod bus. To read the 
contents of the shift register for display, the Troubleshooter first reads the CRC and event 
sections. It then commands the control section to issue the necessary shift commands to 
place each nibble of waveform data on the pod bus. Once the Troubleshooter has read the 
contents of the waveform section, it can display a representative waveform of the last 640 
nanoseconds of probe data. 


DETAILED BLOCK,DIAGRAM DESCRIPTION 2-3. 
Clock Module 2-4. 


The primary function of the clock module is to buffer the UUT control signals. Clock 
module circuitry consists of four analog comparators, one for each of the start, stop, clock, 
and enable signals. The input of each comparator is compared to a 1.4V reference. 
Hysteresis is applied to each channel to help reject noise. 


Control Section 2-5. 
The main functions of the control section are as follows: 
¢ Recognize the turn-on op code from the Troubleshooter. 


e Prevent the Interface Pod from receiving the MAINSTAT signal after the turn-on op 
code and before the turn-off op code have been received. 


e Decode the op codes sent by the Troubleshooter over the pod bus and generate the 
corresponding control signals to the gate, CRC, events, and waveform sections. 


Figure 2-2 shows the main elements of the control section, with the Troubleshooter/ 
Interface Pod connections on the left side and the connections to the remainder of the 
module on the right side. During operation, the Troubleshooter addresses both the 
Interface Pod and the Signature Module as required to fulfill testing requirements. 
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The Interface Pod and the Signature Module are both connected to the same I/O port of the 
Troubleshooter, and the Signature Module examines each op code placed on the pod bus 
(by the Troubleshooter) to determine if the Signature Module should turn on or if the 


Interface Pod should be allowed to respond. 


SW-MAINSTAT 
SW-PODSTAT 


PODSTAT, 3 id 


SA-PODSTAT 


TOIWP 
TOT/S 


MUX CONTROL 


MAINSTAT 


CONTROL DATA BUS D0-07 


TURN-ON 


D0-D7_} DETECTOR 


60 RECEIVE 
‘ans ( 00-07 ) BUFFER 
TO SECOND 
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GATE SELECTION 
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FIGURE 2-2. Control Section Block Diagram 
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When the Troubleshooter places a command (op code) on the pod bus destined for the 
Interface Pod, it pulls the MAINSTAT signal low. The MAINSTAT signal is fed through 
delay circuit U29/U52 and gate U37 out to the interface pod as the SW-MAINSTAT 
signal. The delay circuit allows time for the turn-on detector to examine the op code 
placed on the pod bus to determine whether or not it is a OOH, the Signature Module turn- 
on op code. Since operation of the pod is asynchronous to the Troubleshooter, the delay 
provided by U29/US52 is transparent to the pod (i.e., it does not affect pod operation). The 
PODSTAT signal, required by the Troubleshooter software for handshaking purposes, is 
routed back from the Interface Pod, through the multiplexer (U52) to the Troubleshooter 
as the SW-PODSTAT signal. 


When the Troubleshooter addresses the Signature Module, it places the turn-on op code 
(OOH) on the pod bus and pulls the MAINSTAT line low. The MAINSTAT signal clocks 
the receive buffer (U4), applying the op code to the turn-on detector (U7, U16, and U33). 
The output of the detector enables the main decoder (U18 and U17) and also sets the 
SYNC flip-flop (U6) to prevent the MAINSTAT signal from reaching the Interface Pod. 
(If the MAINSTAT signal was allowed to reach the Interface Pod, it would also read the 
op codes placed on the pod bus for the Signature Module.) 


The output of the SYNC flip-flop (U6) also controls the PODSTAT signal multiplexer 
(U52). When the SYNC flip-flop is set, the multiplexer (U52) is switched so that the 
PODSTAT signal required by the Troubleshooter software is provided by simply delaying 
the MAINSTAT signal. The PODSTAT signal is a requirement of Troubleshooter/Interface 
Pod handshaking, and the synthesized PODSTAT signal sent as a result of delaying the 
MAINSTAT signal satisfies these requirements. 


With the main decoder (U18, U17) enabled, each op code placed on the pod bus by the 
Troubleshooter and latched (clocked) into the receive buffer (U4) is decoded to a specific 
Signature Module function. Two of the decoded functions (op codes 1x and 2x) enable the 
second decoder (U11 and U12). That is, whenever an op code is received that has 1H or 
2H as the high nibble, the second decoder latches an output that corresponds to the low 
nibble. For example, op code 12H sets the CLK-SOURCE line low, while op code 13H 
sets the same line high. The CLK-SOURCE line is used within the gate section to select 
the source of the CLOCK signal between the Clock Module and the pod sync signals. 


When the Troubleshooter issues a read-next op code (80H) to the control section, the main 
decoder (U18, U17) enables the transmit buffer (U3) by the read flip-flop (U13 and U16). 
The function of the read flip-flop is to enable the transmit buffer at the time required by 
the Troubleshooter software. The transmit buffer is enabled after receipt of the next 
MAINSTAT signal from the Troubleshooter, and at the time of the SA-PODSTAT signal 
(delayed MAINSTAT signal). 


As long as the main decoder (U18 and U17) does not receive the turn-off op code (FOH) 
from the Troubleshooter, the second decoder continues to decode the received op codes 
into specific commands to control the gate, CRC, events, and waveform sections of the 
module. However, when the Troubleshooter places the turn-off op code (FOH) on the pod 
bus, the main decoder generates the IFACE-OFF signal. The IFACE-OFF signal resets the 
SYNC flip-flop (U6). The next MAINSTAT signal causes U47 to change state, allowing 
the MAINSTAT signal to pass through to the Interface Pod and the PODSTAT signal to 
pass from the Interface Pod to the Troubleshooter. Under these conditions, communication 
is restored between the Troubleshooter and the Interface Pod. 


2-7 
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Gate Section 2-6. 


2-8 


The main function of the gate section is to provide gated CLOCK pulses, using the 
START, STOP, CLOCK, ENABLE, and pod SYNC signals, as selected by the operator of 
the Troubleshooter. The gated CLOCK signals are required by the CRC section to clock in 
the data appearing at the data probe and to calculate the signature of the data occurring 
during the gate time. (The gate time is that period between the first selected START edge 
and the first STOP edge.) The gate section also provides an output (GATE-ON) to the 
events section so that events can be counted during the gate time (when not operated in the 
free-running mode). 


When the setup of the Troubleshooter is performed (see Section 3), selections regarding 
the control (START, STOP, CLOCK, and ENABLE) signals are made and stored within 
the Troubleshooter. When the operator presses the READ PROBE key to read a signature, 
events count, or waveform, the Troubleshooter sends the control signal selections made 
during setup to the Signature Module. The setup selections are sent as op codes, decoded 
within the control section and applied to the gate section as individual control lines. 


Figure 2-3 shows each of the control lines from the control section, plus the control signals 
themselves from the Clock Module and Interface Pod (pod SYNC). The control signal 
source selector (U34 and U35) permits selection of the source for the START, STOP, 
CLOCK, and ENABLE signals. The source for the START signal may be the start lead of 
the Clock Module (EXT-START) or the pod SYNC signal. The source for the STOP signal 
may be either the stop lead (EXT-STOP) or the SYNC signal from the Interface Pod. The 
source for the CLOCK signal may be the clock lead (EXT-CLOCK) of the Clock Module 
or the pod SYNC signal.The source for the ENABLE signal may be the enable lead (EXT- 
ENAB) of the Clock pod or the logic high (always enabled). 


The control signal sources are selected by the four control lines designated START- 
SOURCE, STOP-SOURCE, ENAB-SOURCE, and CLOCK-SOURCE from the control 
section. The four control lines reflect the op codes sent by the Troubleshooter to initialize 
the Signature Module prior to taking a signature, and cause the selector (U34 and U35) to 
connect the appropriate signal source through to its output. At the output, the selected 
control signals are applied to the control signal edge selector. 


The edge selector (U36) allows selection of the rising or falling edge of each of the 
selected control signals. (The ENABLE signal is selected as a level since it is not edge- 
sensitive.) The edges are selected by the control lines designated START-EDGE, STOP- 
EDGE, CLK-EDGE, DBL-CLK, and ENAB-LEVEL. 


The CLK-EDGE and DBL-CLK control lines are applied to selector U25 along with the 
SELECTED-CLK signal. Selector U25 causes U36 to output CLOCK pulses at a rate of 
one per selected edge, or one per edge (both edges), depending on the control lines from 
the control section. In the one-per edge mode, the selected CLOCK signal is doubled, 
since a CLOCK pulse is provided at the output of U36 for each CLOCK signal edge, both 
rising and falling. 


Operation of the gate section from this point is such that when a selected START edge 
occurs, the start flip-flop (U48A) is clocked. If the start flip-flop was previously armed (by 
the ARMED control line and the arm op code), it changes state to produce the START- 
RECVD signal. The START-RECVD signal is fed to the enable gate (U49), to the stop 
flip/flop (U48B), and back to the control section as a status line to the Troubleshooter. 
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Assuming no STOP edge has yet been received, and assuming the enable level is in the 
enabled state, the enable gate (U49) provides a GATE-ON signal to the clock gate (U24 
and U23) (and to the events and waveform sections). 


At the time of the first CLOCK pulse after the START signal edge, the clock gate 
produces its first gated CLOCK pulse to the CRC and events sections. The CLOCK pulse 
is a result of the edged CLOCK signal applied to the clock gate. The clock gate remains 
enabled until the selected STOP signal occurs and the stop flip-flop (U48B) changes state 
to inhibit the enable gate (U49). The enable gate inhibits the clock gate and halts the 
generation of gated CLOCK pulses. The output of the stop flip-flop is also fed to the 
control section as a status line back to the Troubleshooter. 


Once the STOP edge has been received and the stop flip-flop is set, the control section 
must produce a CLEAR-GATE signal. The CLEAR-GATE signal is required for the next 
START edge to set the start flip-flop and begin a new gate time. 
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FIGURE 2-3. Gate Section, Block Diagram 
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Clock counter (U20A, U8 U9, U10) creates a STOP edge after a certain number of gated 
CLOCK pulses. This feature allows selection of agate time that is equivalent to a specified 
number of gated clock pulses. The clock counter receives the gated CLOCK pulses fed to 
the CRC and events sections and decrements from a preset (at the time of initialization) 
count. When the counter reaches zero, it generates a zero-count output to set the stop flip- 
flop (U48B) and immediately inhibit the generation of gated CLOCK pulses. 


CRC Section 2-7. 


2-10 


The CRC section receives the gated CLOCK pulses from the gate section and the delayed 
data (high and low) from the delay section and generates the hexadecimal signature of the 
data through a cyclic redundancy check. As shown in Figure 2-4, the delayed data from 
the probe is applied through a feedback gating circuit to a 16-bit shift register. The shift 
register consists of four 4-bit registers, U63 through U66. Each register has serial and 4-bit 
parallel inputs and outputs, where the output of the first is connected to the input of the 
second, etc. This arrangement allows data to be shifted through the registers in either 
serial or four-bit parallel fashion. The four-bit parallel output of the fourth register is fed to 
the transmit buffer, U3, located in the control section. 


Since the CRC register has both parallel and serial inputs/ outputs, it can be operated in 
both parallel and serial modes. When a read probe operation is in progress, the gated 
CLOCK signal operates the register in the serial mode. In the serial mode, high and low 
data is applied to the serial input of the first of the four registers and carries through to the 
fourth as gated CLOCK signals occur. To provide the CRC action of the register, four 
outputs are taken from the registers. These outputs are fed through exclusive-or gates and 
clocked through pipeline registers back to the feedback gating circuit formed by U21, 
U25, and U20. 


The feedback gating is necessary to achieve the standard CRC signature result from the 
probe data and gated CLOCK pulses. The pipeline registers permit the CRC section to 
operate at a higher speed than that possible with the exclusive-or gates alone. 


To handle invalid probe data levels (both VALID-HI and VALID-LOW signals at a low 
level), a last level register (2D input of U22) is used to store the last valid data level and 
apply it to the feedback gating. This feature prevents the CRC register from attempting to 
generate a signature using invalid data. Each register in the CRC section is cleared by the 
CLR-CRC signal from the control section. 


The CRC register also operates in the parallel mode. This mode is used at the end of the 
signature computation to shift the accumulated signature, four bits (nibble) at a time, onto 
the pod bus via the transmit buffer. Four shift (load) operations are used to place the four 
nibbles of signature data on the pod bus. As each shift operation takes place, the parallel 
output of the events section (EVT-20 through EVT-23) is shifted into and through the CRC 
register. The CRC register provides the path for the event count and waveform data to 
reach the transmit buffer and pod bus. 


The four-bit output of the last CRC register is fed to the input of the transmit buffer (U3) 
located in the control section. When the Troubleshooter issues a read-next op code (80H) 
to the control section, the main decoder enables the transmit buffer. Since the transmit 
buffer contains the output of the last CRC register, the output of the last CRC register is 
placed on the pod bus to the Troubleshooter. 
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Events Section 2-8. 


The events section contains a 24-bit binary counter that consists of six 4-bit registers, U57 
through U62. Each register has four-bit parallel inputs and outputs, where the output of the 
first is connected to the input of the second, etc. As in the CRC register, this arrangement 
allows data to be shifted through the registers in four-bit parallel fashion. The four-bit 
parallel output of the sixth register is fed to the parallel input of the CRC register, 
providing a means for the event count data to be shifted through to the transmit buffer, U3, 
located in the control section. 


As shown in Figure 2-5, the input to the counter is selected from GATED-CLK, EDGED- 
CLK, GATED-HI, or VALID-HI by 1-of-4 selector, U19. The selected input to the counter 
is determined by the EVENT-GATED-FREE and EVENT-CLK- HI signals from the 
control section. The EVENT-GATED-FREE signal causes U19 to select between 
EDGED-CLK or VALID-HI and GATED-CLK or GATED-HI. The EVENT-CLK-HI 
signal causes U19 to select between GATED-CLK or EDGED- CLK and GATED-HI or 
VALID-HI. 


The events counter, U57 through U62, counts up using the selected input to clock the first 
stage. 
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FIGURE 2-5. Events Section, Block Diagram 


Waveform Section 


2-9. 


The function of the waveform section is to read the probe data on a continuous basis so 
that it always contains the last 640 nanoseconds of probe data in a binary form. Figure 2-6 
shows that the waveform section consists of four 16-bit shift registers, each made up of 


two 8-bit shift registers connected in series. (Hereafter in this description, the term 
register refers to one of the 16-bit registers, such as that formed by U14 and U 15.) 


shift 
One 


shift register (U14 and U15) receives VALID-HI data from the probe and the PHASE1 
signai from the GATED-OSC signal and U42. A second shift register (U40 and U4I) 


receives VALID-HI data and the PHASE2 signal. 


These two registers both receive high-level data samples (registers U27, U28, US55, 


and 


U56 receive low-level data samples) but are clocked 180 degrees out of phase and 20 
nanoseconds apart. The effect of this parallel, but out-of-phase, register arrangement is a 
doubling of the effective operating speed. That is, the data can be clocked at double the 25 


MHz speed of the registers since each register is clocked at the clock speed, but 
degrees apart. 


1 80 


Since the two registers operate 180 degrees apart, they effectively appear as a single 32-bit 
register to the incoming high data (or the incoming low data in the case of U27, U28, US5, 
and U56). As a result, the two registers together always contain a binary representation of 
valid high conditions at the data probe for the last 640 nanoseconds (32 times 20 


nanoseconds). The other two registers (U27, U28, U55, and U56) receive valid low 


data 


from the data probe and operate in a manner similar to that described for U14, U15, U40, 


and U41 to clock in valid low probe data. 
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At the end of a read probe operation (at the end of the gate time), the signature module 
transmits the waveform data to the Troubleshooter by first halting the 25 MHz shifting 
action of the registers. With the registers halted, the serial outputs of the four registers 
apply the oldest nibble of waveform data to the parallel input of the event counter. Each 
time the Troubleshooter executes the step command (op code 90H), the control section 
generates the MSTEP signal to shift the waveform registers, the event count registers, and 
the CRC registers. 


By shifting the registers with the MSTEP signal, the waveform data passes through the 
event count and CRC registers to the transmit buffer. When the Troubleshooter executes a 
next read command (op code 80H), the data appearing at the input of the transmit buffer is 
latched into the buffer and placed on the pod bus. To shift the entire contents of all 
registers onto the pod bus, 26 shift (step) operations are required: four for the CRC register 
contents, six for the event count register contents, and 16 for the waveform register 
contents. 
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_ Section 3 
Maintenance 


INTRODUCTION 3-1. 


This section provides maintenance information for the Asynchronous Signature Module 
and includes a performance test, repair precautions, disassembly procedures, and 
troubleshooting information. 


REQUIRED PERFORMANCE TEST EQUIPMENT 3-2. 


The equipment required for the performance test and troubleshooting procedures 
contained in this section are listed in Table 3-1. 


TABLE 3-1. Required Test Equipment 


EQUIPMENT TYPE 


Microsystem Troubleshooter with 
Signature Option 


Oscilloscope 


RECOMMENDED EQUIPMENT 
Fluke 9010A with 006 option 


Tektronix 7904 


Multimeter Fluke 8050A 
40-Pin DIP Test Clip 


Patch Cable, Micrograbber 


REPAIR PRECAUTIONS 
SMD Considerations 


3-3. 
3-4. 


The Asynchronous Signature Module employs SMD (surface mount device) tech- nology 
for mounting the components on the printed circuit board. The use of surface mount 
devices prevents the use of conventional desoldering and soldering techniques during 
repair operations. The removal and installation of surface mount devices requires the 
correct use of a heat gun and fluxing techniques. Do not attempt printed circuit board 
repair unless you are skilled in SMD repair techniques. 


MOS Considerations 3-5. 
CAUTION 


Static discharge can damage MOS components contained on the 
module. To prevent this possibility, take the following precautions 
when troubleshooting and/or repairing the module. 


3-1 
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3-2 


e Perform all repairs at a static-free work station. 

¢ Do not handle the contact points of the SMDs. 

e Attach grounding straps to repair personnel. 

¢ Remove all plastic, vinyl, and styrofoam from the work area. 


DISASSEMBLY PROCEDURE 3-6. 


The Asynchronous Signature Module is located within the Troubleshooter case. Gain 
access to and remove the module as follows: 


1. Invert the instrument on a clean surface, and remove the seven retaining screws 
from the bottom side. 


2. Carefully return the instrument to the upright position while holding the top cover 
in place. Once the instrument is in the upright position, remove the top cover and 
lay it to the right side of the instrument, exposing the Signature Module as shown 
in Figure 3-1. 


3. If it is necessary to remove the module from the base assembly of the Trouble- 
shooter, proceed as follows: 


a. Remove the three screws that secure the Signature Module PCB assembly 
within the Troubleshooter. 


b. Lift out the module and disconnect the four ribbon cables that extend from the 
module to the main assembly of the Troubleshooter. 


iy, 
ar sat 
i, CABLES TO THE 
TOP COVER 


ASYNCHRONOUS ASSEMBLY 
SIGNATURE 
MODULE 
BASE 
ASSEMBLY 


FIGURE 3-1. Location of Asynchronous Signature Module 
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PRELIMINARY TROUBLESHOOTING 3-7. 


Introduction 3-8. 


The following paragraphs provide information to aid in the troubleshooting of the 
Signature Module. The troubleshooting information is provided in descriptive form 
followed by tables of signatures for selected test nodes on the module. Since the Interface 
Pod depends on the Signature Module for the passage of the MAINSTAT and PODSTAT 
signals that are necessary for Pod/Troubleshooter handshaking and communication, it is 
first necessary to verify that the Interface Pod is not faulty. Also, since the Signature 
Module depends on normal operation of the Troubleshooter, it is necessary to verify that 
the Troubleshooter is not defective. 


Once you have determined that a fault exists within the Signature Module, you can begin 
troubleshooting the module. Troubleshooting the signature module involves verifying 
signatures at designated test nodes. 


Module or Troubleshooter Faulty? 3-9. 


The first step in troubleshooting the Signature Module is to determine that the module is 
defective, not the Troubleshooter. You can make a quick check of Signature Module 
operation by performing the equipment verification procedure contained in Section 2 of 
the Operation Manual. If the module fails the functional test, but the Troubleshooter 
operates satisfactorily when it is used with the Interface Pod, then the Signature Module is 
defective. 


Module or Interface Pod Faulty? 3-10. 


Although the Signature Module does not depend upon the Interface Pod for its operation, 
the opposite is true. The Interface Pod depends on the Signature Module for the passage of 
handshaking signals (MAINSTAT and PODSTAT) and data between itself and the 
Troubleshooter. Because the signature module is electrically inserted in the handshaking/ 
data path to the Interface Pod, there is a failure mode of the Signature Module that can 
render a good Interface Pod non-operational. 


The failure mode occurs when the control section in the signature module prevents proper 
generation and gating of the MAINSTAT and PODSTAT signals to and from the Interface 
Pod. The failure may also interrupt the passage of data. The easiest way to verify that a 
particular Interface Pod is operational, and not just being interfered with by the Signature 
Module, is to use the pod with a known-good Troubleshooter to perform the pod self-test 
or some similar operation. If a successful pod self-test is possible with the known-good 
Troubleshooter, then the problem lies in the Signature Module or possibly in the 
Troubleshooter. 


If the control section of the Signature Module is suspect (due to apparent failure of the 
Interface Pod) and a second Troubleshooter is not available for pod verification, it is 
possible to temporarily disconnect and bypass the Signature Module, then check operation 
of the Interface Pod. If the Interface Pod operates normally with the Signature Module 
disconnected, the control section of the module is defective. To bypass the Signature 
Module, refer to Disconnecting the Signature Module. 


Disconnecting the Signature Module 3-11. 


Disconnection of the Signature Module may be performed whenever it is necessary to 
remove it from the Troubleshooter/Interface Pod data and handshaking signal path. To 
disconnect the Signature Module, perform steps 1 through 3a of the Disassembly 


3-3 
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Procedure, but only disconnect the largest of the four ribbon cables from the 
Troubleshooter main pcb assembly and the Signature Module. Install an SYP 6520 PIA 
(part number 536318) in the vacant socket to allow bypassed communication between the 
Troubleshooter and the Interface Pod. 


NOTE 


This type of PIA exists on the Signature Module; however, moving the PIA 
to the main pcb allows the possibility of moving the problem from the 
Signature Module to the main pcb of the Troubleshooter. 


With the Signature Module removed from the data/handshaking signal path of the 
Interface Pod, normal pod operation should be restored. Verify pod operation by 
performing a pod self-test or any other test that prompted disconnection of the Signature 
Module. If the Interface Pod operation now appears normal, the problem exists in the 
control section of the signature module. 


A key device in the control section is the PIA (U2). Verify operation of U2 by removing it 
(power off) and using it to replace the PIA previously installed in the connector socket on 
the main pcb assembly. With the PIA from the Signature Module installed on the main pcb 
assembly, repeat the test performed in the previous paragraph. If the test fails, the PIA is 
defective. But, if the test does not fail, it probably is good, although the test results are 
inconclusive. To verify operation of the PIA, replace it in the Signature Module and 
proceed to Signature Troubleshooting Procedures. 


SIGNATURE TROUBLESHOOTING PROCEDURES 3-12. 


Getting Started 3-13. 


3-4 


The most efficient method of locating faults within the Signature Module is to employ a 
second Troubleshooter, hereafter referred to as the test Troubleshooter, equipped with the 
Asynchronous Signature Option to read signatures at various points on the module. 
During the signature reading operation, the Troubleshooter in which the defective module 
is installed is used to stimulate the module with programs 1 and 2 supplied on side B of the 
cassette tape. 


The valid signatures with the corresponding test nodes are listed in tables in Section 5, 
along with the schematics. Table 5-1 contains signatures for the control and gate sections 
(defined in Section 2, Theory of Operation) of the defective module when program | is 
running. Table 5-2 contains valid signatures for the signature, events, and waveform 
sections (also defined in Section 2, Theory of Operation) when program 2 is running. 


Signatures are not provided for every possible test node on the module, but signatures are 
given for particular nodes in each functional section. When you find an invalid signature, 
trouble is indicated in that section, and you can perform further testing with the aid of an 
oscilloscope, the schematic diagram, and the Theory of Operation section. 


Stimulation of the defective Signature Module (UUT) requires that its five Clock Module 
leads and Data Probe are properly connected. The connections allow the Signature 
Module to respond to the test stimulus. The connections listed first allow the defective 
module to receive the control and data signals necessary to stimulate gate and control 
sections of the defective module. 
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After the control and gate sections have been verified as operating normally, the 
connections are changed to allow the defective module to receive the control and data 
signals necessary to stimulate the signature, events, and output sections of the defective 
module. 


How the Stimulus Programs Work 3-14. 


The first stimulus program (number 1) running in the 9000A with the suspected defective 
option operates as follows: 


wait 200 milliseconds 
send opcode 00 
send opcode 40 


(many different opcodes) 


send opcode EO 

send opcode FO 

bring PIA pin 19 low 

bring PIA pin 19 high 

(use of the LOOP key repeats the program) 


MAINSTAT is brought low and then high as each opcode is sent. This signal is present on 
pin 2 of the PIA and is used as the clock for the tester 9000A's signature option. As the 
stimulus program is repeated, bringing the PIA's pin 19 low stops the current signature 
cycle and bringing it high starts the next one. 


The suspected defective option's clock module is stimulated at the pod-bus. As the various 
opcode bytes are sent, different logic levels are applied to the clock module's inputs. These 
levels can be traced through the clock module and the gate section and measured as 
signatures. Meanwhile, the same opcodes are latched and decoded by the control section 
to generate additional logic waveforms which can also be measured as signatures. 


The second stimulus program (number 2) running in the 9000A with the suspected 
defective option operates as follows: 


The data shift path is repeatedly stepped by the opcode 9X. The data probe is placed on the 
pod-bus data bit 0 and is stimulated by using 91 and 90 for the 9X opcodes. The highs and 
lows to the probe tip are decoded by the mainframe and sent to the signature option's data 
delay section as the signals VALID-HI and VALID-LO. The signals are clocked from the 
delay section into the waveform capture register and through the data shift path. It is these 
signals which the tester troubleshooter measures as signatures. 


Test Setup, Defective Unit (UUT) 3-15. 


Proceed with the test setup for the defective Signature Module as follows: 


1. Be sure to disconnect any Interface Pod from the Troubleshooter containing the 
defective module. Also, be sure that no powered UUT is connected to the unpow- 
ered Interface Pod removed from the Troubleshooter, since an unpowered pod is 
vulnerable to external voltages. Refer to the Interface Pod manual for further 
details. 
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2. With power off, connect a 40-pin DIP clip on U2 (6520 PIA) of the Signature 
Module. 


3. Connect the leads of the Clock Module to the pins of the 40-pin DIP clip as listed 
in Table 3-2. The 40-pin DIP clip provides easy access to the pins of U2. 


4. Connect a micrograbber patch cable from pin 14 of the 40-pin DIP clip to pin 3 of 
U37 mounted on the main PCB of the Troubleshooter. 


5. Disconnect the data probe from the Troubleshooter. 


6. Load and run stimulus program 1 on side B in the Troubleshooter with the defec- 
tive module. Press the LOOP key to continuously repeat the program. 


When the above steps are completed, proceed with Taking Signatures with the Test 
Troubleshooter. 


TABLE 3-2. UUT Test Setup, Control/Gate Sections 


CLOCK MODULE LEAD CONNECTS TO U2 PIN NO. 
Start 10 
Stop 11 
Clock 12 
Enable 13 
Ground 1 


Taking Signatures with the Test Troubleshooter. 3-16. 


Taking signatures at various test nodes of the defective module (the UUT in this case) 
requires completion of the following steps: 


1. Connect the Clock Module leads of the test Troubleshooter to the 40-pin DIP clip 
on the defective module as listed in Table 3-3. 


TABLE 3-3. Test Troubleshooter Connections 


CLOCK MODULE LEAD CONNECTS TO U2 PIN NO. 
Start 19 
Stop 19 
Clock 2 
Enable no connection 
Ground 1 
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2. Load and run program 0 on tape side A (Initialize Program). Set up the test Trou- 
bleshooter as follows: 


Start - rising, external 
Stop - falling, external 
Clock - rising, external 
Enable - always 

Stop Counter - disabled 
Transition count - gated 


or load register 8 with 5000420, and run program 12, then 1 (Interactive Operation 
Program). 
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Take signatures at the nodes listed in Table 5-1 and verify that the signatures taken 
match those listed in the table. 


If all signatures verify as correct, set up the test Troubleshooter as follows to take 
signatures in the signature, events, and waveform sections of the defective Signa- 
ture Module: 


Start - rising, external 
Stop - falling, external 
Clock - falling, external 
Enable - always 

Stop Counter - disabled 
Transition count - gated 


or load register 8 with 5000520, and run program 12, then 1. 


Connect the Data Probe of the defective unit. Attach the Data Probe tip to pin 10 
on the DIP clip, and attach the Data Probe ground lead to pin | on the DIP clip. 


The clock module in the defective unit is not used; disconnect it from the DIP clip 
and troubleshooter. 


Load and run stimulus program 2 on side B in the defective unit. Press the LOOP 
key to continuously repeat the program. 


Take signatures with the test Troubleshooter at the nodes listed in Table 5-2, and 
verify that the signatures taken match those listed. 
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Section 4 
List of Replaceable Parts 


INTRODUCTION 4-1. 


This section contains an illustrated parts list for the instrument. Components are listed 
alphanumerically by assembly. 


Parts lists include the following information: 
1. Reference Designation. 
2. Description of Each Part. 
3. Fluke Stock Number. 


4. Federal Supply Code for Manufacturers (see the 9000 Series Troubleshooter Ser- 
vice Manual for Code-to-Name list). 


5. Manufacturer’s Part Number. 
6. Total Quantity of Component Per Assembly. 


7. Recommended quantity: This entry indicates the recommended number of spare 
parts necessary to support one to five instruments for a period of 2 years. This list 
presumes an availability of common electronic parts at the maintenance site. for 
maintenance for I year or more at an isolated site, it is recommended that a least 
one of each assembly in the instrument be stocked. 


HOW TO OBTAIN PARTS 4-2. 
Components may be ordered directly from the manufacturer by using the manufacturer’s 
part number, or from the John Fluke Mfg. Co., Inc. or an authorized representative by 
using the Fluke Stock Number. 


In the event the part ordered has been replaced by a new or improved part, the replacement 
will be accompanied by an explanatory note and installation instructions if necessary. 


To ensure prompt and efficient handling of your order, include the information. 
1. Quantity. 


2. Fluke Stock Number. 
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3. Description. 

4. Reference Designation. 

5. Printed Circuit Board Part Number and Revision Letter. 
6. Instrument Model and Serial Number. 


A Recommended Spare Parts Kit for your basic instrument is available for the factory. 
This kit contains those items listed in the REC QTY column for the parts lists in the 
quantities recommended. 


Parts price information is available from the John Fluke Mfg. Co., Inc. or its 
representative. Prices are also available in a Fluke Replacement Parts Catalog, which is 
available upon request. 


CAUTION 
* 


Indicated devices are subject to damage by static discharge. 
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TABLE 4-1. 9100A-006 FINAL ASSEMBLY 
(SEE FIGURE 4-1.) 


N 

REFERENCE FLUKE MFRS MANUFACTURERS R O 

DESIGNATOR STOCK SPLY PART NUMBER TOT Ss xin 

A->NUMERICS---> S ---------- DESCRIPTION- --------------- --NO-- CODE- --OR GENERIC TYPE-- QTY -Q -E 
* CLOCK MODULE ASSEMBLY 755694 89536 755694 1 
A al * MAIN PCA 755728 89536 755728 AL 
H 1 SCREW,MACH,PHP SEMS,STL,6-32X1/4 178533 89536 178533 4 
H 2 CONN ACC,D-SUB,SLIDING LOCK, POST ASSY 353201 89536 353201 2 
H 3 WASHER, LOCK, SPLIT, STEEL, #6 110692 89536 110692 1 
MP 1 BRACKET 758599 89536 758599 EL: 
MP 2 SPACER, HEX, BRASS, 6-32X5/8,MALE/FEMALE 757427 89536 757427 A 
MP 3 SPACER, HEX, BRASS, 6-32X3/4,MALE/FEMALE 757435 89536 757435 2 
MP 4 BRACKET, CONNECTOR 760033 89536 760033 L 
MP 5 CABLE TIE,6-3/4"L,0.190"W,1.75 DIA 104265 06383 SST-25 1 
MP 6 ACCESSORY KIT 764928 89536 764928 1 

R RES, CF,39K,+-5%,0.25W 442400 80031 CR251-4-5P39K L al 
T™ 1 9000A-006 OPERATORS MANUAL 773259 89536 773259 al 
T™ 2 9000A-006 SERVICE MANUAL 783944 89536 783944 de 
W 1 CABLE, CASE BOTTOM 755744 89536 755744 1 
W 2 CABLE, POWER 755751 89536 755751 1 
W 3 CABLE, PIA 755769 89536 755769 1 
W 4 CABLE, DELAY LINE TSS 777. 89536. “%55°7:77 Al. 


RECOMMENDED SPARE PARTS KIT 


1 R62 ON 9010A MAIN PCA 
R68 ON 9020A MAIN PCA 
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FIGURE 4-1. 9000A-006 Final Assembly 
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Figure 4-1. 9000A-006 Final Assembly (cont) 
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Figure 4-1. 9000A-006 Final Assembly (cont) 
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TABLE 4-2. Al MAIN PCA 
(SEE FIGURE 4-2.) 


N 
REFERENCE FLUKE MFRS MANUFACTURORS R O 
DESIGNATOR STOCK SPLY PART NUMBER TOT Ss aie 
A->NUMERICS---> S ---------- DESCRIPTION- --------------- --NO-- CODE- --OR GENERIC TYPE-- QTY -Q -E 
Cc Bey 15s Ay CAP, CER, 0.O1UF,+-10%,50V,X7R,1206 747261 89536 747261 45 
Cc 18, 23- 34, 747261 
Cc 37, 40- 54 747261 
Cc 16 CAP, CER, 47PF,+-10%,50V,C0G,1206 747352 89536 747352 1 
Cc 1932.07 22: CAP, TA, 10UF,+-20%,25V 772491 89536 772491 3 al 
Cc 35, 36 CAP, CER, O.22UF,+80-20%,50V,Y5V,1206 740597 89536 740597 2 
Cc 38 CAP, CER, 1OOOPF, +-10%, 50V,C0G,1206 747378 89536 747378 ae 
CR 1 DIODE, $I, BV=70.0V, 10=50MA, DUAL 742320 89536 742320 1 
J 1 HEADER,2 ROW,0.200CTR,RT ANG,40 PIN 757450 89536 757450 L 
J 2 HEADER,2 ROW,O.100CTR,RT ANG,14 PIN 757443 89536 757443 1 
J 3 HEADER,2 ROW,0.100CTR,RT ANG,16 PIN 417030 89536 417030 1 
J 4 HEADER,2 ROW,O.100CTR,RT ANG,10 PIN 658112 89536 658112 AL 
R dy 02: RES, CHIP, CERMET, 10K,+-5%, O.125W 746610 89536 746610 2 
R 3,- °6 RES, CHIP, CERMET,1.8K,+-5%, O.125W 746453 89536 746453 2 
R 4, 5 RES, CHIP, CERM, 91,+-5%,0.125W 756338 89536 756338 2 
R Dy 38 RES, CHIP, CERMET, 33,+-5%, O.125W 746248 89536 746248 2 1 
R 9 RES, CHIP, CERM,1K,+-5%,0.125W 745992 89536 745992 1 
R 105.415, RES, CHIP, CERM, 200,+/-5%, .125W 746339 89536 746339 2 
R 11 RES, CHIP, CERMET, 15K,+-5%, O.125W 746628 89536 746628 iL 
R 12), -23.; 24 RES, CHIP, CERMET, 18K,+-5%, O.125W 746636 89536 746636 3 
R 16 RES, CHIP, CERM,4.7K,+-5%,0.125W 740522 89536 740522 1 
U 3 * IC,LSTTL,OCTL LINE DRVR,SOIC 742122 89536 742122 1 
U 4 * IC,LSTTL,OCTAL D F/F,+EDG TRG, SOIC 740928 89536 740928 1 
U 5 OSCILLATOR, 25.0MHZ,TTL CLOCK 756346 89536 756346 aL 
U 6, 22, 24, * IC,FTTL,DUAL D F/F,+EDG TRG, SOIC 742163 89536 742163 5 
U 48, 50 bd 742163 
U 7, 16 * IC,LSTTL,QUAD 2 INPUT OR GATE, SOIC 740878 89536 740878 2 
U 8, 9, 10 * IC,LSTTL, 4 BIT UP/DOWN CNTR,SOIC 742114 89536 742114 3 2 
U dL: * IC,LSTTL, 8BIT ADDRSABLE LATCH, SOIC 742130 89536 742130 2 
U 13, 47 * IC,LSTTL,DUAL D F/F,+EDG TRG, SOIC 740985 89536 740985 2 
U 14, 15, 27, * IC,LSTTL,8BIT S-IN,P-OUT R-SHFT,SOIC 742106 89536 742106 8 2 
U 28, 40, 41, * 742106 
U 55, 56 * 742106 
U 475 LB * IC,LSTTL,3-8 LINE DCDR W/ENABLE, SOIC 740969 89536 740969 2 
U 19 * IC,LSTTL,DUAL 4-1 SELECT/MUX, SOIC 742098 89536 742098 ak 
U 20 * IC,FTTL,DUAL 4 INPUT NAND GATE,SOIC 742155 89536 742155 1 
U 21 * IC,FITL,TRIPLE 3 INPUT NAND GATE 743435 89536 743435 1 
U 23-429 * IC,LSTTL,QUAD 2 INPUT AND GATE,SOIC 740860 89536 740860 2 
U 25 * IC,FTTL,QUAD 2 INPUT NAND GATE,SOIC 772897 89536 772897 L 
U 26, 38 * IC,TTL,RETRG MONOSTAB MULTIVB SOIC 742924 89536 742924 2 
U 33 * IC,FTTL,HEX INVERTER, SOIC 742148 89536 742148 1 
U 34, 35 * IC,FTTL,DUAL 4-1 LINE MUX,SOIC 772806 89536 772806 2 
U 3:6:,3:5a. * IC,FTTL,QUAD 2 INPUT XOR GATE, SOIC 742171 89536 742171 2 
U Shy 352 * IC,LSTTL,QUAD 2 INPUT NAND GATE, SOIC 741033 89536 741033 2 
U 42 * IC,FTTL,QUAD 2 INPUT OR GATE,SOIC 743237 89536 743237 ak 
U 46 * IC,LSTTL,QUAD 2 INPUT NOR GATE,SOIC 741025 89536 741025 ak 
U 49 * IC,LSTTL,TRIPLE 3 INPUT AND GATE,SOIC 741009 89536 741009 1 
U 54 * IC,COMPARATOR, HIGH-SPEED,14 PIN, SOIC 742197 89536 742197 1 
U 57- 62 * IC,LSTTL,DIV BY 16 BINARY CNTR,SOIC 742247 89536 742247 6 
U 63- 66 * IC,FITL,4BIT R&L-SHIFT RGSTR,SOIC 742189 89536 742189 4 
XU SOCKET,IC,14 PIN 276527 89536 276527 3 
XU 2 SOCKET, IC,SURFACE MOUNT,40 PIN 7693341 89536. “7693/31 1 
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FIGURE 4-2. A1 Main PCA 
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TABLE 4-3. CLOCK MODULE ASSEMBLY 


N 
REFERENCE FLUKE MFRS MANUFACTURERS R ie) 
DESIGNATOR STOCK SPLY PART NUMBER TOT Ss T 
A->NUMERICS---> S ---------- DESCRIPTION--------------- --NO-- CODE- --OR GENERIC TYPE-- QTY -Q -E 
A 2 * CLOCK MODULE PCA 767897 89536 767897 aL 
F i FUSE,1/4 X 1-1/4,FAST,0.25A,250V 109314 71400 AGC1-4 ae 
H al SCREW,MACH,PHP SEMS,STL,4-40X1/4 185918 89536 185918 2 
H 2 SCREW, MACH, PHP, STL, 4-40X1/2 558825 89536 558825 4 
MP 2 SHIELD, CLOCK MODULE 755793 89536 755793 a 
MP 3 CASE, CLOCK MODULE 760025 89536 760025 aL 
MP 4 COVER 755686 89536 755686 BE 
MP 5 CASE, CLOCK MODULE 760017 89536 760017 aL 
MP 6 SPACER, HEX, ALUM, 4-40X0.500 192872 89536 192872 él: 
W CABLE, CLOCK MODULE 749895 89536 749895 1 
W CABLE, MICRO-CLIP 755736 89536 755736 1 
XF al HLDR PART, FUSE,GAP,i/4 X 1-1/4,GREY 460238 61935 031.1666 aL 5 
TABLE 4-4. A2 CLOCK MODULE PCA 
(SEE FIGURE 4-3.) 
N 
REFERENCE FLUKE MFRS MANUFACTURERS R Oo 
DESIGNATOR STOCK SPLY PART NUMBER TOT Ss T 
A->NUMERICS---> S ---------- DESCRIPTION--------------- --NO-- CODE- --OR GENERIC TYPE-- QTY -Q -E 
Cc 1- 4 CAP, CER, 10PF,+-10%, 50V, COG, 1206 747311 89536 747311 4 
Cc 5- 12 CAP, CER,0.O1UF,+-10%, 50V,X7R,1206 747261 89536 747261 8 
CR 1- 4 DIODE, $I, BV=70.0V, 10=50MA, DUAL 742320 89536 742320 4 i 
BF 1 HLDR PART, FUSE, BODY, PWB MT 602763 89536 602763 ae 
J i= 25 PIN, SIGNLE, PWB,O.058 DIA 233411 89536 233411 5 
J 6 HEADER,2 ROW,0.100CTR, RT ANG,16 PIN 417030 89536 417030 1 
R i= .8 RES, CHIP, CERMET, 22K,+-5%, O.125W 746651 89536 746651 8 
R 9 12 RES, CHIP, CERMET, 33,+-5%, 0.125W 746248 89536 746248 4 1 
R 13 RES, CHIP, CERMET,3.6K,+-5%, 0.125W 746537 89536 746537 dL 
R 14 RES, CHIP, CERMET, 750,+-5%, 0.125W 746404 89536 746404 1 
R 15- 18 RES, CHIP, CERMET,120K +-5%, 0.125W 746719 89536 746719 4 
R 19-122 RES, CHIP, CERMET, 10K,+-5%, O.125W 746610 89536 746610 4 
U Ly, <2 * IC,COMPARATOR,HIGH-SPEED,14 PIN,SOIC 742197 89536 742197 2 
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FIGURE 4-3. A2 Clock Module PCA 


U.S. SALES AREAS for all Fluke products 


AL, Huntsville 

John Fluke Mfg. Co., Inc. 
4920 Corporate Drive 
Suite J 


Huntsville, AL 35805-6202 


(205) 830-9671 


AZ, Tempe 

John Fluke Mfg. Co., Inc. 
2211 S. 48th Street 
Suite B 

Tempe, AZ 85282 

(602) 438-8314 


CA, Burbank 

John Fluke Mfg. Co., Inc. 
2020 N. Lincoln Street 
Burbank, CA 91504 
(213) 849-7181 


Irvine 

P.O. Box 19676 

Irvine, CA 92713-9676 
16969 Von Karman 
Suite 100 

Irvine, CA 92714 
(714) 863-9031 


San Diego 

John Fluke Mfg. Co., Inc. 
4540 Kearny Villa Road 
Suite 115 

San Diego, CA 92123 
(619) 292-7656 


Santa Clara 

John Fluke Mfg. Co., Inc. 
2300 Walsh Ave., Bldg. K 
Santa Clara, CA 95051 
(408) 727-0513 


CO, Denver 


John Fluke Mfg. Co., Inc. 
14180 E. Evans Ave. 
Aurora, CO 80014 

(303) 695-1000 


CT, Hartford 


John Fluke Mfg. Co., Inc. 
Glen Lochen East 


41-C New London Turnpike 


Glastonbury, CT 06033 
(203) 659-3541 


FL, Clearwater 
(813) 799-0087 


Orlando 

John Fluke Mfg. Co.,Inc. 
940 N. Fern Creek Ave. 
Orlando, FL 32803 
(305) 896-4881 


Tampa 
(813) 251-9211 


GA, Atlanta 


John Fluke Mfg. Co., Inc. 


2600 Delk Road 
Suite 150 

Marietta, GA 30067 
(404) 953-4747 


IL, Chicago 


John Fluke Mfg. Co., Inc. 


1150 W. Euclid Avenue 
Palatine, IL 60067 
(312) 398-0850 

(312) 392-9510 


IN, Indianapolis 


John Fluke Mfg. Co., Inc. 


8777 Purdue Road 
Suite 101 
Indianapolis, IN 46268 
(317) 875-7870 


MA, Bilierica 


John Fluke Mfg. Co., Inc. 


900 Middlesex Turnpike 
Building 8 

Billerica, MA 01821 
(617)663-2400 


MD, Baltimore 
(301) 792-7060 


Rockville 


John Fluke Mfg. Co., Inc. 


5640 Fishers Lane 
Rockville, MD 20852 
(301) 770-1570 


MI, Detroit 


John Fluke Mfg. Co., Inc. 


33031 Schoolcraft 
Livonia, MI 48150 
(313) 522-9140 


MN, Bloomington 
John Fluke Mfg. Co., Inc. 
1801 E. 79th St., Suite 9 
Bloomington, MN 55420 
(612) 854-5526 


MO, St. Louis 
John Fluke Mfg. Co., Inc. 
2029 Woodland Parkway 
Suite 105 
St. Louis, MO 63146 
(314) 993-3805 


NC, Greensboro 
John Fluke Mfg. Co., Inc. 
1310 Beaman Place 
Greensboro, NC 27408 
(919) 273-1918 


NJ, Paramus 
John Fluke Mfg. Co., Inc. 
P.O. Box 930 
Paramus, NJ 07653-0930 
West 75 Century Road 
Paramus, NJ 07652 
(201) 262-9550 


NY, Rochester 
John Fluke Mfg. Co., Inc. 
4515 Culver Road 
Rochester, NY 14622 
(716) 323-1400 


OH, Cleveland 
John Fluke Mfg. Co., Inc. 
7830 Freeway Circle 
Middleburg Heights, OH 44130 
(216) 234-4540 


Columbus 

(614) 889-5715 

Dayton 

John Fluke Mfg. Co., Inc. 
4756 Fishburg Rd. 
Dayton, OH 45424 

(513) 233-2238 


PA, Malvern 
John Fluke Mfg. Co., Inc. 
200 Lindenwood Drive 
Malvern, PA 19355 
(215) 647-9550 


TX, Dallas 
John Fluke Mfg. Co., Inc. 
1801 Royal Lane 
Suite 307 
Dallas, TX 75229 
(214) 869-0311 


San Antonio 

John Fluke Mfg. Co., Inc. 
10417 Gulfdale 

San Antonio, TX 78216 
(512) 340-1011 


WA, Seattle 
John Fluke Mfg. Co., Inc. 
5020 148th Ave. N.E. 
Suite 110 
Redmond, WA 98052 
(206) 881-6966 


Service Center Areas 

CA, Burbank (213) 849-7181 
CA, Santa Clara (408) 727-0513 
CO, Denver (303) 695-1000 
FL, Orlando (305) 896-4881 
IL, Chicago (312) 392-9510 
MA, Billerica (617) 663-2400 
MD, Rockville (301) 770-1570 
NJ, Paramus (201) 262-9550 
TX, Dallas (214) 869-0311 
WA, Everett (206) 356-5560 


For more information on Fluke products or Sales Offices you may dial (800) 426-0361 toll-free in most of the U.S.A. 
From Alaska, Hawaii, or Washington phone (206) 356-5400. From Canada and other countries phone (206) 356-5500. 


John Fluke Mfg. Co., Inc., P.O. Box C9090, Everett, WA 98206 
FLU KE Fluke (Holland) B.V., P.O. Box 2269, 5600 CG, Eindhoven, The Netherlands. Phone (040) 458045, TLX 51846 


® Litho in U.S.A. 11/85 


INTERNATIONAL SALES OFFICES 


Argentina @ 

Coasin S.A. 

Virrey del Pino 4071 DEP E-1 

1430 CAP FED 

Buenos Aires, Argentina 

Tel: (1) 552-5248, TLX: (390) 22284 


Australia @ 

Elmeasco Instruments Pty, Ltd. 

P.O. Box 30 

Concord, N.S.W. 2137 

Australia 

Tel: (2) 736-2888, TLX: (790) AA25887 


Elmeasco Instruments Pty, Ltd. 

P.O. Box 623 

12 Maroondah Highway 

Ringwood, Victoria 3134 

Australia 

Tel: (3) 879-2322, TLX: (790) AA36206 


Elmeasco Instruments Pty, Ltd. 
Professional Suites bldg. 

G.P.O. Box 2360 

Brisbane 4001, Australia 

Tel: (7) 369-8688, TLX: (790) AA44062 


Elmeasco Instruments Pty, Ltd. 
G.P.O. Box 1240 
Adelaide, South Australia 5001 
Tel: (8) 271-1839 


Elmeasco Instruments Pty, Ltd. 
P.O. Box 95 

Gosnells, West Australia 6110 
Australia 

Tel: (9) 398-3362 


Austria 

Walter Rekirsch Elektronische 
Gerate GmbH & Co. 

Vertrieb KG 

Obachgasse 28 

1220 Vienna, Austria 
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Figure 5-1. A1 Main PCA 


5-3 


9000A-006 Service 


| 


PIA4 


PIA68 
PIA? 
PIA8 
PIAS 
PODO 
Poo. 
Pooe 
POD3 
Popa 
POOS 
POD6 
POD? 
PIAIB 
PIAI9 


PIA24 
PIa22 
PIae3 
PIA24 
PIaes 
PIA26 
PIA27 
PIA28 
PIa29 
PIA3O 
PIA31i 
PIA32 
PIA3 


PIA35 
PIA36 
PIA37 
PIA38 
PIA39 
PIA4O 


DO 
D1 
be 
03 


CLK~PRESENT 


POWER~ON-RESETH 


CONTROL DATA BUS 


+5v 


PODSTAT® 


MAINSTAT# 


cRAAaAZS ee ARRSHaR ERE 


{3244 |48 Popo 


6520 


0, 22UF 
9 HALVED-CLOCK 9 es 5 +5v 
22 
7 
+5v 
Ri2 
ak 


4 PIA4O 
@ PIaA39 


BURAPRRPITETSESRZERE 


SW-PODSTAT# 


PODSTAT# 4 
us2 \3 
2 | LSoo P +5v 
IFACE~-OFF® 


1 
SA-PODSTAT# PODRESETx 2 |u4a9 \12 
u52 Rii powen-on-Reserve 12|LS11 
s | LSsoo P ISK 


CONTROL DATA BUS 


+5v + 
+#5v c19 


A40UF 
12 
R 
Ueg 14 aa 
13 | LSO8 


+5v +5v 


c38 
41000PF 


+5v 


5 IFACE-ON 


6 IFACE-ON*® 


Blels|o)N/ Ao) > 


F<) Fd f= fen i fl fe 


ENAB-SOURCE 
CLK-SOURCE 
STAAT-SOURCE 
STOP-SOUARCE 
ENAB-LEVEL® 
CLK-EDGE® 
START-EDGE® 
STOP-EDGE* 


DEL-COMP—iUNIT 
DEL-COMP-2UNITS 
OEL-COMP-3UNITS 
OEL-~COMP-6UNITS 
ARMED 
STOP-CNTR-ENAB 
EVENT-GATEO-FREE 
EVENT-CLK-HI 


DBL-CLK 


OBL-CLK* 


OELAY-LSN® 


R413 
18K 


DELAY=MSN#® 


POORESET# 


SW-MAINSTAT# 


U37 
10} LSOO PP 


FACE-ON® 
SA-PODSTAT# 


STEP® 


CLA-~CRC# 
CLR-EVENT* 
CLR-WAVE® 


ddadsaada 
ib sion'y 


os READ-NEXT™ 
+5v 


42 SA-PODSTAT# 


IFACE-OFF® 


AR 


CLR-GATE® 


OELAY-ISN® | 


| 


9000A-1044 
(1 of 5) 
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Figure 5-1. A1 Main PCA (cont) 


5-7 


9000A-006 Service 


VALID-HI* 


+5v 
eas 
4.7K 
SPARE GATES PuseS CC*i'U3390, 31, 32, 43,4 4 4S 
SW-MAINSTAT# ZC a) eae) 
HS Poostate [4 erm 
PIA4 
hs PODRESET# = 2°" ween Patan 
rs] PIA6 am 
7 PIA7 J +5v +5v 
PIA8 
HY PIag = 
Es PODO ws U33, 
[as | Eoo1 a " 
4 San = FO4 
[ia] PoD4 am 
[35 | £005 oO 
cs PODs6 am 
Ea 007 a 
cc PIAis oT VALIO-LO# 
[a9 | PIAigs ag 
| 20 | 3s 
[2a | ore <2 POD-SYNC# 
eS 
[ea | PIA24 om 
[es | PIA25 ei ~ | DEVICE _|+5VJend}-sv [+12 
Ex PIA2s vans 
rar] PIAe7 an 
[26 | area = we +5v bd ua tes26 Ls 
Hse} 1430 S EXTN-CLOCK fos Cid vacseaaleofrel Te] 
a cast = TS ee EXTN-STOP as SSE ee 
' 
+3 J cae errereern MODULE EXTN-ENABLE i a OT eS a a 
Lae. 7 = @|v6,22,24,50,48 [74rF74 lia} a] | |S | 
rae} Pu = ee po7e  vacsaz Tala] | a 
Ea AT = fua,9,10 —[rarsiai fisfeal | [3] 
= BIA39 = pulsiz 4 tsa2sefiat a] | fa] 
es eT = [us,47 |v4#_s74l4ala}| [2 
Ul4,'5,27,28,40,41,55,56/74+ S164 [ia] a] | | 8 | 
Pui7,i& ss dt 4usisa fic} al | | 2 | 
fue |7v4csissfielel | [0 | 
@lv2zo0 —COid HF ZO TA Tt 
Pt | 
fuzs,2o Ht SOB fiat at oT a2 | 
[us7,52 TH eSOO Ti4i 7] | [2 | 
}u26,3s8 ——sd[7#*i2zs8 fiefel | [2] 
+5v @[vss Cd HOH Ti+ a] TT 
ee ee ee te = 
errata | (em | (eae a ee || 
pu46 CUP Ht SOZ2TI4{T 7] OT OT 
+ eel 
@lus36 J[rarase fi4t7l | fel 
@ilus+ sPoiarRs2ifia [7] | fe | 
37 c34 c7 ca cg c40 ci4 | U57,58,59,60,61,62| 74U-Si6! [iefal | [6 | 
0.01UF | 0.04UF | 0.04UF | 0.04UF | 0.01UF | 0.04UF | 0.04UF NOTES: UNLESS OTHERWISE SPECIFIED. @[ ve3.64,65,66 [| zari94 fief al [ [a] 
te ALL RESISTORS ARE IN OHMS, Yaw, 5%. fues ssid | 74FOO | FOO a a a | 
C417 C15 c50 cag cae ca? c14 C13 c12 2, ALL CAPACITORS ARE IN MICROFARDS. [u3435 | 74Fiss | | | | 2 
0.04UF 7 0.04UF | 0.04UF J 0.04UF | 0.04UF | 0.04UF ] 0.04UF | 0.04UF~] 0.04UF fuse | v4Fae | | | | [0 | 


= WARNING: © woicates usace oF MOS DEVICE(S) 
+ WHICH MAY BE DAMAGED BY STATIC DISCHARGE. USE SPECIAL 
Cee ce5 ce6 c27 c28 ce9 C30 c31 c32 C33 HANDLING PER S.0.P. 19.1 
10UF “J"o.04uF | 0.04UF “| 0.01UF | -0.041UF | 0.01UF | 0.01UF | 0.01UF | 0.04UF | 0.04UF 


na 6 C46 c45 C44 c23 C24 cs cé c4 SUBJECT TO DAMAGE BY 
5, 64 0.04UF 0. 04UF 0.041UF 0.04UF 0.04UF 0.04UF 0.04UF 0.04UF STATIC ELECTRICITY 
= C54 cs3 cse2 c54 Ci ce c3 ci8 
O.04UF | 0.04UF | 0.04UF | 0.01UF | 0.01UF | 0.04UF | 0.04UF | 0.04UF 
9000A-1044 
(5 of 5) 


Figure 5-1. A1 Main PCA (cont) 
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Table 5-1. Signature Module Signatures (With Stimulus Program 1) Table 5-1. Signature Module Signatures For Program 1 (cont.) 


THESE SIGNATURES ARE VALID ONLY FOR BOARD ASSEMBLY NODE SIG. NODE SIG. NODE SIG. NODE SIG. NODE SIG. 
REVISION LEVELS 0-3 AND A. 


NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG 

U18-12 D239 U18-13 900C U18-14 5B9B U18-15 494E U18-16 929C 
U2-10 631B U2-11 4DE7 U2-12 96CE U2-13 348E U2-14 A2Bé6 U19-1] 0000 U19-2 9009 U19-8 0000 U19-14 98C9 U19-16 929C 
U2-15 44E8 U2-16 E23E U2-17 204D U3-1 929C U3-3 204D U20-1 9C87 U20-2 9D85 U20-4 9D04 U20-5 A439 U20-6 36A5 
U3-5 E23E U3-7 44E8 U3-9 A2B6 U3-10 0000 U3-12 348E U20-7 0000 U20-14 929C U22-1 928C U22-7 0000 U22-13 928C 
U3-13 25FD U3-14 96CE U3-15" -929C U3-16 4DE7 U3-17 0000 U22-14 929C U23-7 0000 U23-8 F49F U23-9 929C U23-10 F49F 
U3-18 631B U3-19 929C U3-20 929C U4-1 929C U4-2 631B 

U23-11 0000 U23-12 O000 U23-13 F49F U23-14 929C U24-1 929E 
U4-3 631B U4-4 4DE7 U4-5 4DE7 U4-6 96CE U4-7 96CE U24-2 0000 U24-4 929C U24-7 0000 U24-8 929C U24-9 0000 
U4-8 348E U4-9 348E U4-10 0000 U4-12 A2B6 U4-13 A2B6 U24-10 929C U24-11 F49F U24-12 0000 U24-13 929E U24-14 929C 
U4-14 44E8 U4-15 44E8 U4-16 E23E U4-17 E23E U4-18 204D U25-1 A4EB U25-2 5D2D U25-3 F92D U25-4 3677 U25-5 66E8 
U4-19 204D U4-20 929C U6-1] 929C U6-2 929C U6-3 DBD2 U25-6 509F U25-7 0000 U25-8 A9B2 U25-9 509F U25-10 F92D 
U6-4 929C U6-5 929D U6-6 0001 U6-7 0000 U6-12 0000 

U25-14 929C U26-1 0000 U26-2 929C U26-3 929C U26-4 929C 
U6-13 929E U6-14 929C U7-1 B77. U7-2 C3D9 U7-3 14F2 U26-8 0000 U26-13 0000 U26-16 929C U27-7 0000 U27-9 9298 
U7-4 96CE U7-5 348E U7-6 C3D9 U7-7 0000 U7-8 494E U27-14 929C U28-7 0000 U28-9 9298 U28-14 929C U33-1 494E 
U7-9 14F2 U7-10 494E U7=11. 57771 U7-12 631B U7-13 4DE7 U33-2 DBD2 U34-1 0000 U34-2 D19E U34-3 A2B6 U34-4 A2B6 
U7-14 929C U8-] 4DE7 U8-2 OE1B U8-3 OE1B U8-4 0000 U34-5 631B U34-6 631B U34-7 6A6F U34-8 0000 U34-9 340A 
U8-5 929C U8-6 OE1B U8-7 OE1B U8-8 0000 U8-9 348E 

U34-10 4DE7 U34-11 A2B6 U34-12 4DE7 U34-13 A2Bé6 U34-14 331D 
U8-10 96CE U8-11 9B8A U8-12 9C87 U8-13 OE1B U8-14 0000 U34-15 0000 U34-16 929C U35-1 0000 U35-2 9E97 U35-3 929C 
U8-15 631B U8-16 929C U9-] 4DE7 U9-2 OF19 U9-3 OF19 U35-4 929C U35-5 348E U35-6 348E U35-7 A48C U35-8 0000 
U9-4 OE1B U9-5 929C U9-6 OF19 U9-7 OF19 U9-8 0000 U35-9 5D2D U35-10 96CE U35-11 A2B6 U35-12 96CE U35-13 A2B6 
U9-9 348E U9-10 96CE U9-1ll 9617 U9-12 9D85 U9-13 OFI19 U35-14 1499 U35-15 0000 U35-16 929C U36-1 5D2D U36-2 A9B2 
U9-14 0000 U9-15 631B U9-16 929C U10-1 4DE7 U10-2 OF98 

U36-3 F49F U36-4 340A U36-5 5377 U36-6 677D U36-7 0000 
U10-3 OF98 U10-4 OF19 U10-5 929C U10-6 OF98 U10-7 OF98 U36-8 66DO U36-9 C25C U36-10 A48C U36-11 7B24 U36-12 114B 
U10-8 0000 U10-9 348E U10-10 96CE U10-11 90D9 U10-12 9D04 U36-13 6A6F U36-14 929C U40-7 0000 U40-9 9298 U40-14 929C 
U10-13 OF98 U10-14 0000 U10-15 631B U10-16 929C U1l1l-1 4DE7 U41-7 0000 U41-9 9298 U41-14 929C U42-7 0000 U42-8 F49F 
U11-2 96CE U11-3 348E U11-4 9E97 U11-5 1499 U11-6 D19E U42-9 F49F U42-10 0000 U42-11 F49F U42-12 F49F U42-13 0000 
U11-7 331D U11-8 0000 U11-9 C25C U11-10 66E8 U11-11 114B 

U42-14 929C U46-11 B2CE U46-12 0000 U46-13 2052 U47-1 929C 
U11-12 5377 U11-13 631B U11-14 5B9B U11-15 929C U11-16 929C U47-2 0001 U47-4 929C U47-5 0000 U47-6 929C U48-1 929E 
U12-1 4DE7 U12-2 96CE U12-3 348E U12-4 3516 U12-5 929C U48-2 5F0B U48-3 7B24 U48-4 929C U48-5 25FD U48-6 B761 
U12-6 58E4 U12-7 E002 U12-8 0000 U12-9 5FOB U12-10 A439 U48-7 0000 U48-8 0002 U48-9 929C U48-10 36A5 U48-11 677D 
U12-11 98C9 U12-12 9009 U12-13 631B U12-14 900C U12-15 929C U49-12 25FD U48-13 929E U48-14 929C U49-1 929C U49-2 929C 
U12-16 929C U13-1 7TF75 U13-2 929C U13-3 929C U13-4 D239 

U49-3 929C U49-4 929C U49-5 66DO U49-6 66DO U49-7 0000 
U13-5 A4EB U13-6 3677 U13-7 0000 U13-8 0000 U13-9 929C U49-8 0000 U49-9 0002 U49-10 25FD U49-11 66DO U49-12 929C 
U13-10 929C U13-12 929C U13-13 929C U13-14 929C U14-7 0000 U49-13 929C U49-14 929C U50-1 928C U50-7 0000 U50-13 928C 
U14-9 9298 U14-14 929C U15-7 0000 U15-9 9298 U15-14 929C U50-14 929C U55-7 0000 U55-9 9298 U55-14 929C U56-7 0000 
U16-4 A4AF U16-5 C27C U16-9 A2B6 U16-10 44E8 U16-11 C27C U56-9 9298 U56-14 929C U57-1 9294 U57-8 0000 U57-9 B2CE 
U16-12 E23E U16-13 204D U16-14 929C U17-1 A2B6 U17-2 44E8 

U57-16 929C U58-1 9294 U58-8 0000 U58-9 B2CE U58-16 929C 
U17-3 E23E U17-4 0000 U17-5 0001 U17-6 204D U17-7 929C U59-] 9294 U59-8 0000 U59-9 B2CE U59-16 929C U60-1 9294 
U17-8 0000 U17-9 929E U17-10 9298 U17-11 9294 U17-12 928C U60-8 0000 U60-9 B2CE U60-16 929C U61-1 9294 U61-8 0000 
U17-13 929C U17-14 B2CE U17-15 929C U17-16 929C U18-1 A2B6 U61-9 B2CE U61-16 929C U62-1 9294 U62-8 0000 U62-9 B2CE 
U18-2 44E8 U18-3 E23E U18-4 0000 U18-5 204D UL8-6 S290 U62-16 929C U63-1 928C U63-8 0000 U63-10 2052 U63-16 929C 
U18-7 90D9 U18-8 0000 U18-9 9617 U18-10 9B8A U18-11 7F75 

U64-1] 928C U64-8 0000 U64-10 2052 U64-16 929C U65-1 928C 

U65-8 0000 U65-10 2052 U65-16 929C U66-1 928C U66-8 0000 

U66-10 2052 U66-16 929C 
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Table 5-2. Signature Module Signatures (With Stimulus Program 2) 


THESE SIGNATURES ARE VALID ONLY FOR BOARD ASSEMBLY 
REVISION LEVELS 0-3 AND A. 


NODE SIG NODE SIG NODE SIG NODE SIG NODE SIG 

U2-10 AD5E U3-2 99CB U3-4 99CB U3-6 DO85 U3-8 DO85 
U14-1 AD5E U14-2 494E U14-13 D8AD U15-1 D8AD U15-2 494E 
U15-13 2DD8 U20-8 99E8 U20-9 1E21 U20-10 1E21 U20-12 D2E6 
U20-13 87C9 U21-1 7DF8 U21-2 AD5E U21-3 AD5E U21-4 AD5E 
U21-5 7DF8 U21-6 121 U21-7 0000 U21-8 D2E6 U21-9 34B6 
U21-10 1FE1 U21-11 E410 U21-12 1E21 U21-13 56AF U21-14 494E 
U22-2 CF64 U22-4 494E U22-5 34B6 U22-6 7DF8 U22-8 1FE1 
U22-9 56AF U22-10 494E U22-12 AD5E U25-11 87C9 U25-12 E410 
U25-13 34B6 U27-1 E410 U27-2 494E U27-13 91E3 U28-1 91E3 
U28-2 494E U28-13 6496 U33-3 AD5E U33-4 E410 U33-5 E410 
U33-6 AD5E U37-1 AD5E U37-2 56AF U37-3 4ACE U37-4 4ACE 
U37-5 E410 U37-6 AD5E U40-1 AD5E U40-2 494E U40-13 D8AD 
U41-1 D8AD U41-2 494E U41-13 2DD8 U50-2 494E U50-4 494E 
U50-5 494E U50-6 0000 U50-7 0000 U50-8 CF64 U50-9 862A 
U50-10 494E U50-12 AA5D U50-14 494E U51-1 99CB U51-2 3396 
U51-3 AA5D U51-7 0000 U51-8 CF64 U51-9 862A U51-10 494E 
U51-11 494E U51-12 2E63 U51-13 672D U51-14 494E U55-1 E410 
U55-2 494E U55-13 91E3 U56-1 91E3 U56-2 494E U56-13 6496 
U57-3 2DD8 U57-4 2DD8 U57-5 6496 U57-6 6496 U57-7 494E 
U57-8 0000 U57-10 494E U57-11 DFA2 U57-12 DFA2 U57-13 96EC 
U57-14 96EC U57-15 0000 U57-16 494E U58-3 96EC U58-4 96EC 
U58-5 DFA2 U58-6 DFA2 U58-7 494E U58-8 0000 U58-10 0000 
U58-11 8238 U58-12 8238 U58-13 CB76 U58-14 CB76 U58-15 0000 
U58-16 494E U59-3 CB76 U59-4 CB76 U59-5 8238 U59-6 8238 
U59-7 494E U59-8 0000 U59-10 0000 U59-11 ACF5 U59-12 ACF5 
U59-13 E5BB U59-14 E5BB U59-15 0000 U59-16 494E U60-3 E5BB 
U60-4 E5BB U60-5 ACF5 U60-6 ACF5 U60-7 494E U60-8 0000 
U60-10 0000 U60-11 3B93 U60-12 3B93 U60-13 72DD U60-14 72DD 
U60-15 0000 U60-16 494E U61-3 72DD U61-4 72DD U61-5 3B93 
U61-6 3B93 U61-7 494E U61-8 0000 U61-10 0000 U61-11 7020 
U61-12 7020 U61-13 396E U61-14 396E U61-15 0000 U61-16 494E 
U62-3 396E U62-4 396E U62-5 7020 U62-6 7020 U62-7 494E 
U62-8 0000 U62-10 0000 U62-11 D5F9 U62-12 D5F9 U62-13 9CB7 
U62-14 9CB7 U62-15 0000 U62-16 494E U63-2 99E8 U63-3 9CB7 
U63-4 9CB7 U63-5 D5F9 U63-6 D5F9 U63-8 0000 U63-9 494E 
U63-12 8715 U63-13 8715 U63-14 CE5B U63-15 CE5B U63-16 494E 
U64-2 8715 U64-3 CE5B U64-4 CE5B U64-5 8715 U64-6 8715 
U64-8 0000 U64-9 494E U64-12 2E63 U64-13 2E63 U64-14 672D 
U64-15 672D U64-16 494E U65-2 2E63 U65-3 672D U65-4 672D 
U65-5 2E63 U65-6 263 U65-9 494E U65-12 7AD8 U65-13 7AD8 
U65-14 3396 U65-15 3396 U65-16 494E U66-2 7AD8 U66-3 3396 
U66-4 3396 U66-5 7AD8 U66-6 7AD8 U66-9 494E U66-12 DO85 
U66-13 DO85 U66-14 99CB U66-15 99CB U66-16 494E 
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WARNING: ® INDICATES USAGE OF MOS DEVICE(S) 
WHICH MAY BE DAMAGED BY STATIC DISCHARGE. USE SPECIAL 
HANDLING PER S.O.P. 19.1 
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Figure 5-2. A2 Clock Module Assembly 
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